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The accuracy of matrix-assisted laser desorption ionization time-of-flight mass spectrom-
etry (MALDI-TOF MS) for identifying Streptococcus suis isolates obtained from pigs, wild
animals, and humans was evaluated using a PCR-based identification assay as the gold
standard. In addition, MALDI-TOF MS was compared with the commercial multi-tests
Rapid ID 32 STREP system. From the 129 S. suis isolates included in the study and
identified by the molecular method, only 31 isolates (24.03%) had score values 2.300
and 79 isolates (61.24%) gave score values between 2.299 and 2.000. After updating the
currently available S. suis MALDI Biotyper database with the spectra of three additional
clinical isolates of serotypes 2, 7, and 9, most isolates had statistically significant higher
score values (mean score: 2.65) than those obtained using the original database (mean
score: 2.182). Considering the results of the present study, we suggest using a less
restrictive threshold score of2.000 for reliable species identification of S. suis. According
to this cut-off value, a total of 125 S. suis isolates (96.9%) were correctly identified using
the updated database. These data indicate an excellent performance of MALDI-TOF MS
for the identification of S. suis.
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Introduction
Streptococcus suis is one of the most important pathogens in the swine industry worldwide, causing
meningitis and a wide range of diseases, such as, arthritis, endocarditis, pneumonia, and septicemia
(1). Furthermore, S. suis has been isolated from a range of othermammalian and avian species (2–4).
S. suis has also been recognized as an emerging human pathogen over the past few years, affecting
people in close contact with pigs or pork-derived products (3).
The clinical significance of S. suis infections in both human and animalmedicinemakes necessary
to have diagnostic tools able to accurately identify this pathogen. Despite PCR assays for the
detection and identification of S. suis have been developed (5–7), in many diagnostic laboratories,
the identification of this pathogen is still based on bacteriological and biochemical criteria, mainly
using commercial multi-test systems that, in general, present controversial results (8). Veterinary
diagnostic laboratories can easily identify S. suis isolates from clinical cases in pigs, but identification
of S. suis fromhealthy pigs can bemore difficult due to the presence of other streptococci that are part
of the normal tonsillar microflora and are phenotypically similar to S. suis (8). Human diagnostic
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laboratories can also misidentify S. suis with other microorgan-
isms, such as, enterococci, S. bovis or viridans group strepto-
cocci (8, 9). More recently, MALDI-TOF MS has emerged as a
reliable high-throughput tool for microbiological identification.
This technique has been demonstrated as a reliable alternative
tool for identification of gram-positive bacteria (10), including
Streptococcus spp. isolates (11–15). However, particular identifi-
cation of S. suis using this approach has not yet been thoroughly
reported although this technique could overcome the drawbacks
of current routine identification techniques and may contribute
to a better understanding of its impact in animal production and
public health.
Hence, this study was conducted to evaluate the accuracy of
matrix-assisted laser desorption ionization time-of-flight mass
spectrometry (MALDI-TOF MS) for identifying S. suis isolates
obtained from pigs, wild animals and humans, using a polymerase
chain reaction (PCR)-based identification as the gold standard. In
addition, MALDI-TOF MS was compared with the commercial
multi-tests Rapid ID 32 STREP system.
Materials and Methods
Bacterial Strains
Overall, 129 S. suis isolates were used in the study. These include
62 and 64 isolates recovered from swine and wild animals (wild
boar, wild rabbit, and Iberian wild goat), respectively, belonging
to different serotypes (2 n= 25; 7 n= 5; 9 n= 69; less prevalent
serotypes n= 27). Pig isolates were recovered from Spain (n= 47)
or Canada (n= 15), while wild animal isolates were all from
Spain. All animal isolates from Spain were obtained from the
culture collection of VISAVET Centre (Universidad Complutense
deMadrid). Three human serotype 2 isolates were also included in
the study. Identification of all isolates was confirmed by a species-
specific PCR assay described by Okwumabua et al. (6) which have
been considered the gold standard technique in this work. All
isolates were grown overnight on Columbia sheep agar plates at
37°C under aerobic conditions.
Isolates with different identification levels based in the Rapid
ID 32 STREP system (bioMérieux) were included in order to
assess the capability of MALDI-TOF MS technology to overcome
the drawbacks detected in biochemical identification. Rapid ID
32 STREP identifications were categorized as follows: species
identification (which included acceptable, good, very good, and
excellent identification to species level), genus identification
(including doubtful identification to species level or acceptable
and good identification to genus level), and unreliable identifica-
tion (which contains unacceptable identification or identified as
non-S. suis).
MALDI-TOF MS Analysis
Spectra from each isolate were obtained after ethanol formic acid
extraction in accordance with manufacturer’s instructions using
fresh and pure cultures considered an efficient sample preparation
method for gram-positive bacteria (16, 17). One microliter of
each isolate extract was spotted onto a 384-spot polished steel
target plate, let to dry at room temperature and overlaid with
one microliter of α-cyano-4-hydroxy-cinnamic acid (HCCA)
matrix. Data acquisition was performed using a Bruker Daltonics
UltrafleXtrem MALDI TOF/TOF equipment and the Biotyper
Real TimeClassification software v3.1 (BrukerDaltonics, Bremen,
Germany).
In order to improve the already available S. suis MALDI Bio-
typer database (including five entries) and generate an updated
database (UDB), theMALDI-TOFMS analysis of three additional
clinical isolates of serotypes 2, 7, and 9 were performed. The 24
spectra obtained from the eight spots for each of the three strains
were analyzed by FlexAnalysis (version 3.0, Bruker Daltonics)
according to Rettinger et al. (18). A minimum of 20 accurate
spectra were downloaded inMALDI Biotyper (version 3.0, Bruker
Daltonics) to create a main spectrum profile (MSP) of each strain
according to the manufacturer’s suggestions.
MALDI-TOF MS Identification
All 129 isolates were analyzed by MALDI-TOF MS as described
above and the spectra obtained were compared with the original
MALDI Biotyper database (ODB) and the UDB. The reliabil-
ity of the identification using MALDI Biotyper was performed
according to the log (score) values calculated by the Biotyper
software (version 3.1; 4613 entries) according to manufacturer’s
parameters: highly probable identification at species level: scores
of2.300; secure genus and probable species identification: scores
between 2.299 and 2.000; probable genus level identification:
score of 1.999–1.700; unreliable identification: scores<1.700. For
each isolate with scores 2.000, MALDI-TOF MS analysis and
extraction protocol was repeated at least in two independent runs.
Statistical Analysis
Agreement between the results obtainedwith both techniques was
assessed applying the kappa test. Proportions of positive samples
were compared using Z-test (adjust p-values – Bonferroni meth-
ods). To evaluate a possible association between MALDI quanti-
tative results (scores) and the categorized API profiles, ANOVA
test was used. In addition, the comparison of the usefulness of
the ODB and UDB were assessed using the Paired-sample t-
test. Analysis of the data was carried out using software SPSS 20
(Statistical Package for the Social Sciences, IBM, New York, USA).
Results
A total of 31 isolates (24.03%; mean score= 2.348) gave scores
values 2.300, another 79 isolates (61.24%; mean scores= 2.188)
gave score values between 2.299 and 2.000 and 19 isolates (14.7%)
had score values between 1.999 and 1.748 (Table 1). Except in
one isolate identified as Streptococcus pneumoniae (score value
of 1.748), the first identification option by MALDI-TOF MS,
irrespective of the score value, was always S. suis.
There were differences on the percentage of isolates identified
at species level with a score value2.300 (highly probable species)
depending on serotype. Thus, the 42.9% (12/28), 20% (1/5), and
18.8% (13/69) of isolates of serotypes 2, 7, and 9, respectively,
had score values 2.300. These percentages were not signifi-
cantly higher for any of the analyzed serotypes (Z-test, adjust p-
values – Bonferroni methods). The percentage isolates belonging
to less prevalent serotypes with score values 2.300 was 19.2%
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TABLE 1 | Comparison of MALDI-TOF MS results depending on database
and threshold score used in a panel of 129 S. suis isolates recovered from
swine, wild animals, and humans.
Identification level MALDI-TOF MS
ODBa
No. (%)
UDBb
Bruker’s
threshold score
Proposed
threshold score
No. (%)c No. (%)d
Highly probable
specie
31 (24) 106 (82.2) 125 (96.90)
Probable specie,
secure genus
79 (61.2) 19 (14.73) 4 (3.1)
Probable genus 19 (14.7) 4 (3.1) 0 (0)
aODB: original database of MALDI Biotyper (4613 entries with 5 S. suis entries; Bruker
Daltonics, Germany). Bruker’s threshold identification scores: highly probable species
identification: scores of2.300; secure genus and probable species identification: scores
between 2.299 and 2.000; probable genus level identification: score of 1.999–1.700;
unreliable identification: scores <1.700.
bUDB: updated database (after inclusion of three new S. suis entries of serotypes 2, 7,
and 9).
cSame Bruker’s threshold identification scores as ODB.
dReliable (highly probable and probable) species identification: scores of 2.000; secure
genus level identification: scores between 1.999 and 1.700; unreliable identification:
scores <1.700.
TABLE 2 | Percentage of S. suis isolates with score values 2.300 based
on serotype with the original Bruker’s MALDI-TOF MS database (ODB;
including 5 S. suis entries) and the updated database (UDB; after inclusion
of three new S. suis entries).
Serotype %ODB (N/total) %UDB (N/total) Fold-increase
2 42.9 (12/28) 89.3 (25/28) 2.1
7 20 (1/5) 100 (5/5) 5
9 18.8 (13/69) 88.4 (61/69) 4.7
Less prevalent 19.2 (5/26) 55.6 (15/27) 2.9
(5/26; Table 2). Regarding the host from which S. suis was recov-
ery, no significant differences (Z-test, adjust p-values – Bonferroni
methods) were observed in the percentage of pig (18/62, 29%) and
wild animals (13/63, 20.63%) isolates identified as species level
with a score value2.300 by MALDI-TOF MS.
The agreement between Rapid ID 32 STREP andMALDI-TOF
MS results (considering isolates with score values of at least 2.300)
was slight (κ= 0.035) in the present study (n= 129). Comparison
of the MALDI-TOF MS quantitative results (score values) of the
three API ID 32 STREP identification categories revealed that
those isolates classified as unreliable identification (unacceptable
identification or misidentified by the Rapid ID 32 STREP strips)
gave significantly lower score values (ANOVA test, p< 0.05) than
those isolates included in the other two identification categories
(identification at species and genus level).
To improve identification of S. suis, we constructed spectra
containing information on peak masses and peak intensities of
three clinical isolates of serotypes 2, 7, and 9, which were used
to improve the original reference database (ODB) and create
an UDB. After the addition of the three new S. suis profiles,
most isolates presented statistically significant higher score values
(Paired-sample t-test, p< 0.001) when their spectra werematched
with the UDB (mean score: 2.65) than those obtained using the
ODB (mean score: 2.182). These higher score values resulted in
an increase in the number (106; 82.2%) of S. suis isolates with
scores values 2.300 (Table 1). Considering serotype, the 89.3%
(25/28), 100% (5/5), 88.4% (61/69) and 55.6% (15/27) of isolates
of serotypes 2, 7, 9 and less prevalent serotypes, respectively, had
score values 2.300 (Table 2). The agreement between Rapid
ID 32 STREP and MALDI-TOF MS results slightly increased
(κ= 0.286) when the spectra of S. suis isolates were matched
against the UDB database.
None of the S. suis isolates included in the present study
was misidentified with Streptococcus porcinus and Streptococcus
dysgalactiae subsp. equisimilis, the other two most important
pathogens of swine belonging to this genus, included in the ODB.
The spectra of S. suis presented, regardless their serotype, distinct
MS peaks (e.g., m/z 3377, 4133, and 8267) which allowed its dif-
ferentiation from these two streptococcal species byMALDI-TOF
MS technique (Figure 1).
Discussion
MALDI-TOF MS is a powerful tool that has attracted worldwide
attention for its direct and rapid discrimination and identification
of differentmicroorganisms. In the presentwork, the performance
ofMALDI-TOFMS system for S. suis identification was evaluated
using as gold standard a species-specific PCR [this system has
been widely used for reliable identification of S. suis (5, 19–
22)]. These results were compared with the identification results
obtained previously using the commercial identification system
Rapid ID 32 Strep (bioMérieux). Using the threshold score estab-
lished by the manufacturer for highly probable species identi-
fication (score 2.300), the MALDI-TOF MS system was able
to identify only a quarter (24.03%) of the S. suis isolates. This
percentage is relatively low compared with the 63.6% of S. suis
isolates (n= 82) that gave acceptable to excellent identification
results using the commercial Rapid ID 32 STREP strips. The 31
S. suis isolates properly identified by MALDI-TOF MS were also
correctly identified by the Rapid ID 32 STREP system, while the
remaining 51 isolates correctly identified by this last system gave
score values between 2.000 and 2.299 (considered probable species
identification).
Serotype 2 includes most of the clinical pig isolates worldwide
(9), but other serotypes, such as, serotypes 7 or 9 are also epidemi-
ologically relevant (8). Serotype 2 showed a higher percentage
of isolates with score values 2.300 (12/28; 42.85%) by MALDI-
TOF MS system than serotypes 9 (13/69; 18.84%) and 7 (1/5;
20%) (Table 2). The relatively low performance of MALDI-TOF
MS system for the identification of isolates of the latter serotypes
might represent a limitation for the routinely identification of this
pathogen.
As the quality and reliability of the identification by MALDI-
TOF MS depends on the quality and amount of reference spectra
present in the database, the original Bruker’s reference database
(ODB) was implemented by adding the spectra obtained from
three additional clinical isolates of serotypes 2, 7, and 9, creating
an updated reference database (UDB). After the implementation
of the database, the MALDI TOF analysis of the 129 strains of S.
suis used in this study resulted in an increase in the number of
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FIGURE 1 |MALDI-TOF MS mass spectra of S. suis (A), S. porcinus (B), and S. dysgalactiae subsp. equisimilis (C). The y axis represents the relative
intensities (%) and the x axis represents the m/z values (masses in Da).
isolates (from 24 to 82.2%; Table 1) with scores values 2.300.
This increase was observed in all serotypes but was more evident
in isolates of serotypes 7 and 9 in which the percentage of isolates
accurately identified increased 5- and 4.7-fold times, respectively
(Table 2). These results highlight the importance of the implemen-
tation ofMALDI-TOFMSdatabase to improve the discriminatory
power of this identification approach, especially in bacteria with
high genetic heterogeneity as S. suis (23) which could exhibit high
diverse protein profiles.
Previous studies have suggested the convenience of using less
stringent cut-off values to improve the accuracy of MALDI-
TOF MS at the species level (24–26). Considering the PCR and
MALDI-TOF results of the present study in which all but one of
the 129 isolates in our study (99.2%) were identified as S. suis by
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MALDI-TOF MS as first option irrespective of their score values,
we suggest using a less restrictive threshold score of 2.000 for a
reliable species identification of S. suis. According to this cut-off
value, a total of 125 isolates (96.9%) were correctly identified as S.
suis (Table 1) using the UDB, indicating an excellent performance
of MALDI-TOF MS.
MALDI TOF system was able to discriminate between S. suis
and S. porcinus and S. dysgalactiae subsp. equisimilis profiles
included in the Biotyper Database. In fact, these bacterial species
can also be frequently isolated from diseased-piglets (1). On the
other hand, Streptococcus plurextorum, Streptococcus porci and
Streptococcus porcorum have been isolated from pigs in the last
years (27–29). These species are phylogenetically close related to
S. suis, but their type strains are not yet available in the MALDI
Biotyper database. Therefore, further investigations are required
to compare the spectra profiles among these closely related strep-
tococci.
In summary, MALDI-TOF MS represent a rapid, accurate and
cost-saving method and a reliable alternative to PCR-based meth-
ods for routinely identification of S. suis isolates from both human
and animal origins.
Acknowledgments
The authors thank Almudena Casamayor and Elisa Pulido for
their invaluable technical assistance. MPS is recipient of a techni-
cal support staff for scientific infrastructures of theMoncloa Cam-
pus of International Excellence (Programa CEI09-0019) andMin-
isterio de Educación, Cultura y Deporte (Orden PRE/1996/2009
de 20 de Julio).
References
1. Gottschalk M. Streptococosis. 10th ed. In: Zimmerman J, Karriker J, Ramirez
L, Schwartz A, Stevenson K, editors. Diseases of Swine. Ames, Iowa: Wiley-
Blackwell Publishing (2012). p. 841–55.
2. Cruz Colque JI, Devriese LA, Haesebrouck F. Streptococci and enterococci
associatedwith tonsils of cattle.Lett ApplMicrobiol (1993) 16:72–4. doi:10.1111/
j.1472-765X.1993.tb00346.x
3. Gottschalk M, Segura M, Xu J. Streptococcus suis infections in humans: the
Chinese experience and the situation in North America. Anim Health Res Rev
(2007) 8:29–45. doi:10.1017/S1466252307001247
4. Salasia SI, Lammler C, Devriese LA. Serotypes and putative virulence markers
of Streptococcus suis isolates from cats and dogs. Res Vet Sci (1994) 57:259–61.
doi:10.1016/0034-5288(94)90070-1
5. Liu Z, ZhengH,GottschalkM, Bai X, LanR, Ji S, et al. Development ofmultiplex
PCR assays for the identification of the 33 serotypes of Streptococcus suis. PLoS
One (2013) 8(8):e72070. doi:10.1371/journal.pone.0072070
6. Okwumabua O, O’Connor M, Shull E. A polymerase chain reaction (PCR)
assay specific for Streptococcus suis based on the gene encoding the glutamate
dehydrogenase. FEMS Microbiol Lett (2003) 218:79–84. doi:10.1111/j.1574-
6968.2003.tb11501.x
7. Wisselink HJ, Joosten JJ, Smith HE. Multiplex PCR assays for simultaneous
detection of six major serotypes and two virulence-associated phenotypes of
Streptococcus suis in tonsillar specimens from pigs. J Clin Microbiol (2002)
40:2922–9. doi:10.1128/JCM.40.8.2922-2929.2002
8. Goyette-Desjardins G, Auger JP, Xu J, Segura M, Gottschalk M. Streptococcus
suis, an important pig pathogen and emerging zoonotic agent-an update on
the worldwide distribution based on serotyping and sequence typing. Emerg
Microbes Infect (2014) 3:e45. doi:10.1038/emi.2014.45
9. Gottschalk M, Xu J, Calzas C, Segura M. Streptococcus suis: a new emerging
or an old neglected zoonotic pathogen? Future Microbiol (2010) 5:371–91.
doi:10.2217/fmb.10.2
10. Barberis C, Almuzara M, Join-Lambert O, Ramirez MS, Famiglietti A, Vay
C. Comparison of the Bruker MALDI-TOF mass spectrometry system and
conventional phenotypic methods for identification of Gram-positive rods.
PLoS One (2014) 9(9):e106303. doi:10.1371/journal.pone.0106303
11. Cherkaoui A, Emonet S, Fernández J, Schorderet D, Schrenzel J. Evaluation
of matrix-assisted laser desorption ionization-time of flight mass spectrometry
for rapid identification of Beta-hemolytic streptococci. J Clin Microbiol (2011)
49:3004–5. doi:10.1128/JCM.00240-11
12. Hinse D, Vollmer T, Erhard M, Welker M, Moore ER, Kleesiek K, et al. Dif-
ferentiation of species of the Streptococcus bovis/equinus-complex by MALDI-
TOF mass spectrometry in comparison to sodA sequence analyses. Syst Appl
Microbiol (2011) 34:52–7. doi:10.1016/j.syapm.2010.11.010
13. Ikryannikova LN, Filimonova AV, Malakhova MV, Savinova T, Filimonova O,
Ilina EN, et al. Discrimination between Streptococcus pneumoniae and Strepto-
coccus mitis based on sorting of theirMALDImass spectra.ClinMicrobiol Infect
(2013) 19:1066–71. doi:10.1111/1469-0691.12113
14. Werno AM, Christner M, Anderson TP, Murdoch DR. Differentiation
of Streptococcus pneumoniae from non-pneumococcal streptococci of the
Streptococcus mitis group bymatrix-assisted laser desorption ionization-time of
flight mass spectrometry. J Clin Microbiol (2012) 50:2863–7. doi:10.1128/JCM.
00508-12
15. Woods K, Beighton D, Klein JL. Identification of the ‘Streptococcus angi-
nosus group’ by matrix-assisted laser desorption ionization – time-of-flight
mass spectrometry. J Med Microbiol (2014) 63:1143–7. doi:10.1099/jmm.0.
076653-0
16. Drevinek M, Dresler J, Klimentova J, Pisa L, Hubalek M. Evaluation of sample
preparation methods for MALDI-TOF MS identification of highly dangerous
bacteria. Lett Appl Microbiol (2012) 55:40–6. doi:10.1111/j.1472-765X.2012.
03255.x
17. Alatoom AA, Cunningham SA, Ihde SM, Mandrekar J, Patel R. Compari-
son of direct colony method versus extraction method for identification of
Gram-positive cocci by use of Bruker Biotyper matrix-assisted laser desorption
ionization-time of flightmass spectrometry. J ClinMicrobiol (2011) 49:2868–73.
doi:10.1128/JCM.00506-11
18. Rettinger A, Krupka I, Grunwald K, Dyachenko V, Fingerle V, Konrad R, et al.
Leptospira spp. strain identification by MALDI TOF MS is an equivalent tool
to 16S rRNA gene sequencing and multi locus sequence typing (MLST). BMC
Microbiol (2012) 12:185. doi:10.1186/1471-2180-12-185
19. Gottschalk M, Lacouture S, Bonifait L, Roy D, Fittipaldi N, Grenier D. Charac-
terization of Streptococcus suis isolates recovered between 2008 and 2011 from
diseased pigs inQuebec, Canada.VetMicrobiol (2013) 162:819–25. doi:10.1016/
j.vetmic.2012.10.028
20. Kerdsin A, Akeda Y, Hatrongjit R, Detchawna U, Sekizaki T, Hamada S, et al.
Streptococcus suis serotyping by a new multiplex PCR. J Med Microbiol (2014)
63:824–30. doi:10.1099/jmm.0.069757-0
21. Nga TV, Nghia HD, Tu le TP, Diep TS, Mai NT, Chau TT, et al. Real-time
PCR for detection of Streptococcus suis serotype 2 in cerebrospinal fluid of
human patients with meningitis. Diagn Microbiol Infect Dis (2011) 70:461–7.
doi:10.1016/j.diagmicrobio.2010.12.015
22. Wang K, Sun X, Lu C. Development of rapid serotype-specific PCR assays
for eight serotypes of Streptococcus suis. J Clin Microbiol (2012) 50:3329–34.
doi:10.1128/JCM.01584-12
23. Vela AI, Goyache J, Tarradas C, Luque I, Mateos A, Moreno MA, et al.
Analysis of genetic diversity of Streptococcus suis clinical isolates from pigs in
Spain by pulsed-field gel electrophoresis. J Clin Microbiol (2003) 41:2498–502.
doi:10.1128/JCM.41.6.2498-2502.2003
24. Bizzini A, Durussel C, Bille J, Greub G, Prod’hom G. Performance of matrix-
assisted laser desorption ionization-time of flight mass spectrometry for iden-
tification of bacterial strains routinely isolated in a clinical microbiology labo-
ratory. J Clin Microbiol (2010) 48:1549–54. doi:10.1128/JCM.01794-09
25. Cherkaoui A, Emonet S, Fernandez J, Schorderet D, Schrenzel J. Evaluation
of matrix-assisted laser desorption ionization-time of flight mass spectrometry
for rapid identification of b-hemolytic streptococci. J Clin Microbiol (2011)
49:3004–5. doi:10.1128/JCM.00240-11
Frontiers in Public Health | www.frontiersin.org August 2015 | Volume 3 | Article 2025
Pérez-Sancho et al. MALDI TOF for Streptococcus suis identification
26. Neville SA, Lecordier A, Ziochos H, Chater MJ, Gosbell IB, Maley MW,
et al. Utility of matrix-assisted laser desorption ionization-time of flight mass
spectrometry following introduction for routine laboratory bacterial identifi-
cation. J Clin Microbiol (2011) 49:2980–4. doi:10.1128/JCM.00431-11
27. Vela AI, Casamayor A, Sánchez Del Rey V, Domínguez L, Fernández-
Garayzábal JF. Streptococcus plurextorum sp. nov., isolated from pigs. Int J Syst
Evol Microbiol (2009) 59:504–8. doi:10.1099/ijs.0.65636-0
28. Vela AI, Perez M, Zamora L, Palacios L, Domínguez L, Fernández-Garayzábal
JF. Streptococcus porci sp. nov., isolated from swine sources. Int J Syst Evol
Microbiol (2010) 60:104–8. doi:10.1099/ijs.0.011171-0
29. Vela AI, Sanchez V, Mentaberre G, Lavin S, Domínguez L, Fernández-
Garayzábal JF. Streptococcus porcorum sp. nov., isolated from domestic and wild
pigs. Int J Syst Evol Microbiol (2011) 61:1585–9. doi:10.1099/ijs.0.022657-0
Conflict of Interest Statement: The authors declare that the research was con-
ducted in the absence of any commercial or financial relationships that could be
construed as a potential conflict of interest. The Guest Associate Editor Andres M.
Perez declares that, despite having collaborated with the author Lucas Dominguez,
the review process was handled objectively and no conflict of interest exists.
Copyright © 2015 Pérez-Sancho, Vela, García-Seco, Gottschalk, Domínguez and
Fernández-Garayzábal. This is an open-access article distributed under the terms
of the Creative Commons Attribution License (CC BY). The use, distribution or
reproduction in other forums is permitted, provided the original author(s) or licensor
are credited and that the original publication in this journal is cited, in accordancewith
accepted academic practice. No use, distribution or reproduction is permitted which
does not comply with these terms.
Frontiers in Public Health | www.frontiersin.org August 2015 | Volume 3 | Article 2026
